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Abstract: An enzyme-based electrochemical biosensor has been developed with 3D pyrolytic carbon
microelectrodes that have been coated with bio-functionalized reduced graphene oxide (RGO). The 3D
carbon working electrode was microfabricated using the pyrolysis of photoresist precursor structures,
which were subsequently functionalized with graphene oxide and enzymes. Glucose detection was
used to compare the sensor performance achieved with the 3D carbon microelectrodes (3DCMEs) to
the 2D electrode configuration. The 3DCMEs provided an approximately two-fold higher sensitivity
of 23.56 µA·mM−1·cm−2 compared to 10.19 µA mM−1·cm−2 for 2D carbon in glucose detection using
cyclic voltammetry (CV). In amperometric measurements, the sensitivity was more than 4 times
higher with 0.39 µA·mM−1·cm−2 for 3D electrodes and 0.09 µA·mM−1·cm−2 for the 2D configuration.
The stability analysis of the enzymes on the 3D carbon showed reproducible results over 7 days.
The selectivity of the electrode was evaluated with solutions of glucose, uric acid, cholesterol and
ascorbic acid, which showed a significantly higher response for glucose.
Keywords: 3D carbon microelectrodes; graphene oxide; glucose; electrochemical biosensor
1. Introduction
Electrochemical biosensors are one of the most successful sensor technologies in terms of
real-world applications and commercial maturity [1–5]. Therefore, the research and development of
electrochemical biosensors is currently one of the most active areas for various important applications,
such as diagnostics [6], environmental monitoring [7], food quality control [8], security and defense [9].
Electrodes are a central part for all electrochemical applications and are used as the transducer in
electrochemical biosensing devices [10]. Therefore, the constant effort to improve electrodes has played
an integral role in encouraging the advancement of electrochemical biosensors. Various conductive
substrates have been used for the development of electrodes in the past few decades [11]. Among them,
carbon-based electrodes are the most popular ones. Carbon-based materials can be found as many
different allotropes, such as graphite, glassy carbon, carbon fibers, diamond, fullerene and carbon
nanotubes (CNTs) [12]. Due to their wide availability, low-cost, high stability, high conductivity and
excellent electrochemical performance, these carbon-based materials have become an obvious choice
for a wide range of electrochemical applications, such as biosensors, supercapacitors or fuel cells [11].
Furthermore, the slow kinetics for the oxidation of carbon facilitate its use in wide potential ranges
(anodic direction) for various electrochemical methods, which provides a crucial advantage compared
to various metal-based electrodes [13]. However, the typically used carbon-based electrodes provide a
two-dimensional (2D) surface area. In electrochemical sensing, the amplitude of the recorded signals
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is dependent on the surface area of the electrode. Therefore, a rational design of the electrodes and an
increase in electrode surface area for the same overall electrode footprint area are potential strategies for
improving the performance of electrochemical biosensors. A frequently used approach to achieve this
involves the integration of nanomaterials, such as CNTs or nanoparticles, into the sensor electrode [14]
Several microfabrication processes have been reported for the fabrication of three-dimensional (3D)
microelectrodes [15–19]. In the last few years, 3D electrodes have shown very promising results for
diverse electrochemical applications [20,21]. However, these electrodes are frequently still lacking
consistency in their performance due to poor control of the 3D structural definition.
In this work, microfabricated 3D carbon electrodes are evaluated for electrochemical biosensing
and their biosensor performance is compared with the one of 2D carbon electrodes fabricated
with a similar approach. For our study, one of the simplest and most cost efficient techniques,
Carbon Microelectromechanical systems (C-MEMS) technology, is used to fabricate 3D pyrolytic
carbon microelectrodes (3DCMEs). In C-MEMS, a patterned polymer precursor template is pyrolyzed
at high temperatures (≥900 ◦C) to obtain well-defined 3DCMEs [22,23]. Similar to other carbon
materials, pyrolytic carbon has several attractive properties, such as a wide electrochemical potential
window, ease of surface functionalization and biocompatibility [11,24–26]. Furthermore, the pyrolytic
carbon electrodes are coated with chemically synthesized reduced graphene oxide (RGO), which has
been functionalized by polyethyleneimine (PEI) to provide stable accommodation of enzymes for
biosensing and additionally increase the surface area of the electrode.
Graphene is one of the most studied nanomaterials during the last decade due to its extraordinary
properties [27]. Although pristine graphene itself is a zero band gap material [28], the suitable
functionalization of chemically synthesized graphene can convert it into an ideal material for many
sensing applications [29]. The RGO is bio-functionalized with the enzyme glucose oxidase (GOx) and
glucose measurements are performed as an example for an application of the 3DCMEs in enzyme-based
electrochemical biosensing. The stability and selectivity of the biosensor with 3D electrodes are studied.
Throughout the study, the performance of 3D electrodes in biosensing is compared with 2D electrodes.
Finally, glucose level measurements in real human blood serum samples are demonstrated using
the 3DCMEs.
2. Materials and Methods
2.1. Microfabrication of 3D Carbon Microelectrodes
The design and fabrication of the microelectrodes have been reported previously [30].
The microelectrode chips had overall dimensions of 1 cm × 3 cm. The integrated three electrode
configuration consisted of a pyrolytic carbon working (WE), counter electrode (CE) and an Au pseudo
reference electrode (RE). The circular working electrode had a diameter of 4 mm. For the electrode
fabrication, a 600-nm thick SiO2 layer was deposited on 4-inch Si wafers by thermal oxidation. A first
step of UV photolithography with a 17-µm thick layer of the negative epoxy-based photoresist SU-8
2035 (Microchem, Westborough, MA, USA) was performed to define the pattern of the 2D working
(WE) and counter electrode (CE) (Figure 1A). For the fabrication of the 3D electrode, an additional
98-µm thick film of SU-8 2075 was spin-coated on the wafer. Subsequently, the SU-8 was exposed with
147 mJ·cm−2 to define supporting micropillars. With partial exposure, we used a dose of 28 mJ·cm−2
to pattern the suspended layer, which was followed by a development step (Figure 1D). The SU-8
precursor templates were pyrolyzed at 900 ◦C for 1 h in N2 atmosphere to obtain the 2D (Figure 1B)
and 3D (Figure 1E) carbon microelectrodes. A pseudo gold (Au) reference electrode (RE) and contact
leads with a thickness of 200 nm were deposited through a shadow mask using e-beam evaporation.
After pyrolysis, a 6-µm thick film of SU-8 was spin-coated and patterned to partially passivate the
contact leads. The open part of the contact leads was used for the connection of the electrodes to
the potentiostat.
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Figure 1. Schematic of 2D (A–C) and 3D (D–F) carbon biosensor fabrication: (A,D) polymer precursor
te plate fabricated by ultiple UV photolithography proce ses with the negative epoxy photoresist
SU-8; (B,E) pyrolytic carbon fabricated by pyrolysis of the co responding polymer precursor template;
(C,F) functionalization of E ith re ce r i .
2.2. Reduced Graphene Oxide (RG ) Synthesis
The bio-functionalized graphene was synthesized a cording to a ethod that as reported
previously in reference [31]. Graphene oxide was used s a s arting material and was synth sized
by the mo ified Hummers method [32]. In the next step, pre-synthesized graph ne oxide was
re uced a d covalently functionalized by branch d l mer polyethylenim e (PEI) in a one-step
reaction method [33]. After thi , the as-synthesized RGO-PEI was modified with ferrocene carboxylic
acid to achieve the redox activ ty of the biosensing material. The final redox active modified
RGO-PEI-based material was combined with biosensing el ments (enzyme) and directly d posited on
the el ctrode surface.
2.3. Biosensor Preparation
The ferrocene functio ali e - I teri l s is erse i 1 L of 0.5 ethanolic Nafion®
solution by sonication. The electrode chips ere pre-cleaned in 2 plas a for 3 i . The solution
as drop casted on the E area of the 2D (Figure 1C) and 3D (Figure 1F) carbon microelectrode chip,
before i dried at room temperature ov rnight. Finally, for the preparation of the glucose biosensing
electrode, 10 µL of glucose oxidase (GOx) solution (10 mg/mL) in a phosphate buffer (PBS, 10 mM,
pH of 7.0) were drop casted on th WE surface. The bio-functionalized 3D electrodes with enzymes
were dried at 4 ◦C overnight. Before performing the electrochemical biosensing measureme ts,
the electrodes were repeatedly washed with buffer solutions (PBS, 10 mM, pH of 7.0) to remove the
loosely bound enzymes.
2.4. Electrochemical Biosensing
All electrochemical measurements in this present work were obtained at room temperature
(23 ± 2 ◦C) using an Autolab System (Metrohm Nordic ApS, Glostrup, Denmark) operated by the
NOVA 1.10 software or by a CHI 760C electrochemical workstation equipped with a Faradaic cage.
The electrochemical behavior of the bio-functionalized 2D/RGO-PEI/GOx and 3D/RGO-PEI/GOx
electrodes was studied by cyclic voltammetry (CV) in 50 µL of 10 mM PBS electrolyte (pH 7). The WE
potential varied from −0.2 V to 0.5 V at a scan rate of 20 mVs−1. Glucose sensing was performed
using CV in the same electrolyte with different concentrations of glucose. Chronoamperometric
measurements for glucose sensing were obtained in 10 mM PBS electrolyte solution (pH 7) with the
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working electrode potential fixed at 0.15 V and 0.1 V for the 2D/RGO-PEI/GOx and 3D/RGO-PEI/GOx
carbon electrodes, respectively. The operational stability of the bio-functionalized graphene-based
3D/RGO-PEI/GOx electrodes was tested. For this purpose, amperometric measurements were
performed every day for seven days using the 3D electrodes stored at 4 ◦C. The selectivity of the
biosensor was evaluated in the presence of other coexisting common easily oxidizable analytes, such as
cholesterol, ascorbic acid and uric acid. The glucose level in real human blood serum samples obtained
from a local Danish hospital was measured both with the 3D/RGO-PEI/GOx carbon electrodes and
a commercially available blood glucose measurement device (Aviva Accu-chek). The samples were
handled according to the guidelines of the hospital. For evaluation of the glucose level, human blood
serum (3–9 µL) was directly added to the electrolyte solution (50 µL, 10 mM PBS, pH 7) on the 3D
electrode surface and the steady state current was measured. Three individual measurements were
performed for two different samples.
3. Results and Discussion
The 2D and 3D carbon microelectrodes for enzyme-based electrochemical biosensing were
fabricated as reported previously in references [20,30]. Figure 2A,B shows the fabricated 2D and
3D carbon electrodes, while Figure 2C shows the 3D electrode after drop casting of the graphene oxide.
The thickness of the 2D pyrolytic carbon electrodes was 2.1 µm, which is considerably lower than the
initial thickness of the SU-8 films due to shrinkage during pyrolysis. Similarly, the height of the 3D
pyrolytic carbon structures decreased to 44 µm. The 3D microelectrodes consisted of pillars with a
diameter of 6.7 µm and pitch of 50 µm. The suspended layer on the top of the pillars had holes with
a diameter of 29 µm and pitch of 50 µm. The WE diameter was 4 mm. The surface area of the bare
3DCMEs was approximately twice the surface area of the 2D electrode [30].
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Figure 2. (A) 2D WE (B) 3D WE and (C) 3D WE with RGO-PEI/GOx (scale bar: 500 µm).
The electrochemical behavior of the bio-functionalized 3D electrode and glucose biosensing was
first studied by cyclic voltammetry. Figure 3A,B exhibits the cyclic voltammograms recorded with 2D
and 3D pyrolytic carbon electrodes coated with RGO and functionalized with GOx (2D/RGO-PEI/GOx
and 3D/RGO-PEI/GOx, respectively). The voltammetric response of the bio-functionalized 3D and
2D electrodes in 10 mM PBS buffer (0 mM glucose) remained constant over hundreds of scans in
the potential window of −0.2 to 0.5 V, which clearly indicated that the electrode material combined
with the graphene-based biosensing material was stable. For CVs recorded with increasing glucose
concentration, the anodic peak current increased, which is a typical characteristic of electron transfer
mediated bioelectrocatalysis.
As clearly seen in Figure 3, the CVs obtained with 3D/RGO-PEI/GOx electrodes in PBS
buffer without glucose displayed significantly igher current response (3-fold) compared to
the 2D/RGO-PEI/GOx elect ode, which holds great promi e for the development of a highly
sen itive biosensing platform. Similarly, th CVs recorded for 3D carbon electrodes i the solutions
containing glucose displayed a higher response when compa d to 2D carbon electrodes for
measurements. Figu 3C shows that the extr cted peak current increased linearly with increasing
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glucose concentrations in the physiologically relevant range. The calculated sensitivities for
2D/RGO-PEI/GOx and 3D/RGO-PEI/GOx carbon electrodes were 10.19 µA·mM−1·cm−2 and
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Figure 3. volta ogram of (A) 2D/RGO-PEI/GOx and (B) 3D/RGO-PEI/GOx carb n
electrodes in 10 mM PBS (pH 7), 3 mM glucose and 6 mM glucose at scan rate of 20 mV/s.
(C) Corresponding calibration plot obtain d from the con entration of glucose vs. current (N = 3).
Furthermore, chronoamperometric glucose biosensing was performed by using both the
2D/RGO-PEI/GOx and 3D/RGO-PEI/GOx electrodes (Figure 4). The amperometric measurements
were obtained in 10 mM PBS electrolyte solution (pH 7) with the working electrode potential
fixed at 0.15 V for 2D electrodes and 0.1 V for 3D electrodes. For both electrode configurations,
a linear range was achieved until 10 mM, which overlaps well with the normal human physiological
blood glucose levels (5–7 mM). The lower limit of detection (LOD) for 3D/RGO-PEI/GOx was
1.2 µM and for 2D/RGO-PEI/GOx electrodes was 3 µM. Furthermore, the calculated sensitivity
for chronoamperometric glucose biosensing was 0.39 µA·mM−1·cm−2 and 0.09 µA·mM−1·cm−2 for
3D/RGO-PEI/GOx and 2D/RGO-PEI/GOx electrodes, respectively. This means that the LOD in
amperometric glucose sensing is 2.5 times and the sensitivity is around 4.3 times higher for the 3D
electrode due to the larger active surface area.
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Figure 4. ( ) hronoa pero etric sensing of glucose (0–10 m ) with 2D/ -P I/ x pyrolytic
carbo electrodes in 10 mM PBS (pH 7) (B) Corresponding calibration plot obtained from concentration
of glucose vs. current at 4 s. (C) Chronoamper metric sensing of glucose (0–10 mM) with
3D/RGO-PEI/GOx pyrolytic carbon electrod s in 10 mM PBS (pH 7) (D) Corresponding calibration
plot obtai ed fr m concentration of glucose vs. current at 4 s.
In order to evaluate a realistic application of the 3DCMEs coated with RGO, the selectivity
of the sensor towards some common electroactive species existing in human blood samples,
such as cholesterol, ascorbic acid and uric acid, was studied (Figure 5). As seen from the
amperometric measurement with GOx, no significant interferences from these compounds were
observed. Furthermore, the negatively charged polymer (Nafion®) improves selectivity by repelling
the uric acid and ascorbic acid through electrostatic repulsion.
The stability of the bio-functionalized graphene-based 3D electrodes during storage was tested.
Figure 6 shows that a decrease of 5% in the biosensor response was observed after 3 days and a
decrease of 8% after 7 days. The slight change in biosensor response was attributed to the limited
stability of the immobilized enzymes.
The 3D/RGO-PEI/GOx carbon electrodes were further tested as sensors to evaluate the glucose
level in real human blood serum samples. The obtained results were comparable with data from
the commercially available self-monitoring blood glucose device for the same samples (Table 1).
The relative standard deviation (RSD) values for the measurements were found to be between 2% and
5%. The results confirmed that the fabricated 3D electrodes functionalized with RGO can be used for
glucose level measurements in real human blood samples without any prior sample pre-treatment.
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Blood Sample Glucose Concentration Measuredwith 3D Carbon Electr s
Glucose Concentration Measured
with Commercial Device RSD
Sample 1 4.5 mM 4.8 mM 3.1%
Sample 2 5.9 mM 6.1 mM 4.7%
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s si co are to the 2D RGO-PEI/GOx electrodes. The lower l mit of de ectio and sensitivity
of 3D electrodes were 2.5 times and 4.3 times hig er than that of the 2D electrodes, respectively.
The developed enzymatic biosensor was highly sel ctive and stable over time for glucose sensing.
The electrod s were successfully applied for glucose de ectio in real bl od serum. With t e r
s i i 3 carbon microel ctrodes, the d veloped s nsor platform c uld be ideal for highly sensitive
electroch mical biosensors.
Author Contributions: Conceptualization, S.H. and A.H.; Methodology, S.H. and A.H.; Validation, S.H. and A.H.;
Formal Analysis, S.H. and A.H.; Writing-Original Draft Preparation, S.H. and A.H.; Writing-Review & Editing,
C.C., Q.C. and S.S.K.; Supervision, C.C., Q.C. and S.S.K.; Funding Acquisition, S.H, A.H., Q.C., S.S.K.
Biosensors 2018, 8, 70 8 of 9
Funding: This research was funded by Poul V. Andersen foundation and the Young Investigator Program of the
Villum Foundation project no. VKR023438.
Conflicts of Interest: The authors declare no conflict of interest.
References
1. Shao, Y.; Wang, J.; Wu, H.; Liu, J.; Aksay, I.A.; Lin, Y. Graphene based electrochemical sensors and biosensors:
A review. Electroanalysis 2010, 22, 1027–1036. [CrossRef]
2. Turner, A.P.F. Biosensors: Sense and sensibility. Chem. Soc. Rev. 2013, 42, 3184–3196. [CrossRef] [PubMed]
3. Bandodkar, A.J.; Wang, J. Non-invasive wearable electrochemical sensors: A review. Trends Biotechnol. 2014,
32, 363–371. [CrossRef] [PubMed]
4. Barsan, M.M.; Ghica, M.E.; Brett, C.M.A. Electrochemical sensors and biosensors based on redox
polymer/carbon nanotube modified electrodes: A review. Anal. Chim. Acta 2015, 881, 1–23. [CrossRef]
[PubMed]
5. Grieshaber, D.; MacKenzie, R.; Vörös, J.; Reimhult, E. Electrochemical biosensors-sensor principles and
architectures. Sensors 2008, 8, 1400–1458. [CrossRef] [PubMed]
6. Mazzocchi, R.A. Medical sensors–defining a pathway to commercialization. ACS Sens. 2016, 1, 1167–1170.
[CrossRef]
7. Perreault, F.; de Faria, A.F.; Elimelech, M. Environmental applications of graphene-based nanomaterials.
Chem. Soc. Rev. 2015, 44, 5861–5896. [CrossRef] [PubMed]
8. Mohanty, S.P.; Koucianos, E. Biosensors: A tutorial review. IEEE Potentials 2006, 25, 35–40. [CrossRef]
9. Turner, A. Biosensors: Then and now. Trends Biotechnol. 2013, 31, 119–120. [CrossRef] [PubMed]
10. Burke, A.M.; Gorodetsky, A.A. Electrochemical sensors: Taking charge of detection. Nat. Chem. 2012, 4,
595–597. [CrossRef] [PubMed]
11. Tiwari, J.N.; Vij, V.; Kemp, K.C.; Kim, K.S. Engineered carbon-nanomaterial-based electrochemical sensors
for biomolecules. ACS Nano 2016, 10, 46–80. [CrossRef] [PubMed]
12. McCreery, R.L. Advanced carbon electrode materials for molecular electrochemistry. Chem. Rev. 2008, 108,
2646–2687. [CrossRef] [PubMed]
13. Uslu, B.; Ozkan, S. Electroanalytical application of carbon-based electrodes to the pharmaceuticals. Anal. Lett.
2007, 40, 817–853. [CrossRef]
14. Yang, C.; Denno, M.E.; Pyakurel, P.; Venton, B.J. Analytica chimica acta recent trends in carbon
nanomaterial-based electrochemical sensors for biomolecules: A review. Anal. Chim. Acta 2015, 887,
17–37. [CrossRef] [PubMed]
15. Greiner, F.; Quednau, S.; Dassinger, F.; Sarwar, R.; Schlaak, H.F.; Guttmann, M.; Meyer, P.
Fabrication techniques for multiscale 3D-MEMS with vertical metal micro- and nanowire integration.
J. Micromech. Microeng. 2013, 23, 025018. [CrossRef]
16. Piotter, V.; Benzler, T.; Gietzelt, T.; Ruprecht, R.; Hausselt, J. Micro powder injection molding. Adv. Eng. Mater.
2000, 2, 639–642. [CrossRef]
17. Wu, S.-Y.; Yang, C.; Hsu, W.; Lin, L. 3D-printed microelectronics for integrated circuitry and passive wireless
sensors. Microsyst. Nanoeng. 2015, 1, 15013. [CrossRef]
18. Hart, A.; Taylor, H. 2D and 3D growth of carbon nanotubes on substrates, from nanometre to millimetre
scales. Int. J. Nanomanuf. 2007, 1, 701–709. [CrossRef]
19. Choi, J.-W.; Rosset, S.; Niklaus, M.; Adleman, J.R.; Shea, H.; Psaltis, D. 3-Dimensional electrode patterning
within a microfluidic channel using metal ion implantation. Lab Chip 2010, 10, 783–788. [CrossRef] [PubMed]
20. Hemanth, S.; Caviglia, C.; Amato, L.; Anhøj, T.A.; Heiskanen, A.; Emnéus, J.; Keller, S.S. Pyrolytic 3D carbon
microelectrodes for electrochemistry. ECS Trans. 2016, 72, 117–124. [CrossRef]
21. Dey, R.S.; Hjuler, H.A.; Chi, Q. Approaching the theoretical capacitance of graphene through copper foam
integrated three-dimensional graphene networks. J. Mater. Chem. A 2015, 3, 6324–6329. [CrossRef]
22. Wang, C.; Madou, M. From MEMS to NEMS with carbon. Biosens. Bioelectron. 2005, 20, 2181–2187. [CrossRef]
[PubMed]
23. Martinez-Duarte, R. SU-8 photolithography as a toolbox for carbon MEMS. Micromachines 2014, 5, 766–782.
[CrossRef]
Biosensors 2018, 8, 70 9 of 9
24. Falcao, E.H.; Wudl, F. Carbon allotropes: beyond graphite and diamond. J. Chem. Technol. Biotechnol. 2007,
82, 524–531. [CrossRef]
25. Amato, L.; Heiskanen, A.; Caviglia, C.; Shah, F.; Zór, K.; Skolimowski, M.; Madou, M.; Gammelgaard, L.;
Hansen, R.; Seiz, E.G.; et al. 3D-carbon scaffolds induce spontaneous differentiation of human neural stem
cells and facilitate real-time dopamine detection. Adv. Funct. Mater. 2014, 24, 7042–7052. [CrossRef]
26. Lee, J.A.; Hwang, S.; Kwak, J.; Park, S.I.; Lee, S.S.; Lee, K.-C. An electrochemical impedance biosensor with
aptamer-modified pyrolyzed carbon electrode for label-free protein detection. Sens. Actuators B Chem. 2008,
129, 372–379. [CrossRef]
27. Halder, A.; Zhang, M.; Chi, Q. Graphene-metal oxide hybrid nanostructured materials for electrocatalytic
sensing and sustainable energy storage. Rev. Adv. Sci. Eng. 2016, 5, 4–31. [CrossRef]
28. Buzaglo, M.; Bar, I.P.; Varenik, M.; Shunak, L.; Pevzner, S.; Regev, O. Graphite-to-graphene: Total conversion.
Adv. Mater. 2016, 29, 1603528. [CrossRef] [PubMed]
29. Morales-Narváez, E.; Baptista-Pires, L.; Zamora-Gálvez, A.; Merkoçi, A. Graphene-based biosensors: Going
simple. Adv. Mater. 2016, 29, 1–7. [CrossRef] [PubMed]
30. Hemanth, S.; Caviglia, C.; Keller, S.S. Suspended 3D pyrolytic carbon microelectrodes for electrochemistry.
Carbon 2017, 121, 226–234. [CrossRef]
31. Halder, A.; Zhang, M.; Chi, Q. Electroactive and biocompatible functionalization of graphene for the
development of biosensing platforms. Biosens. Bioelectron. 2017, 87, 764–771. [CrossRef] [PubMed]
32. Zhang, M.; Hou, C.; Halder, A.; Chi, Q. Ultralight, flexible, and semi-transparent metal oxide papers for
photoelectrochemical water splitting. ACS Appl. Mater. Interfaces 2017, 9, 3922–3930. [CrossRef] [PubMed]
33. Chi, Q.; Han, S.; Halder, A.; Zhu, N.; Ulstrup, J. Graphene-Polymer-Enzyme Hybrid Nanomaterials for
Biosensors. U.S. Patent WO2016083204 A1, 2 June 2016.
© 2018 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).
